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. , Total Metals
Client: Paul W. Jackson & Associates, Inc. Batch #: 2406981.00
Address: 3604 Beach Drive SW Matrix: Air Filter
Seattle, WA 98116 Method: NIOSH 7300
Attention: Mr. Paul Jackson Client Project #:950504
Project Location: Rainier Brewery Samples Received: 5
Total Samples Analyzed:5
Vol RL Resuits in Results in
Lab ID Client Sample # Elements L) ug/m3 ug/filter ug/m3
24038159 RP-519 P1 Arsenic (As) 616 3.2 2.3 3.7
Cadmium (Cd) 616 1.8 <1.0 < 1.6
Lead (Pb) 616 3.2 <20 <3.2
24038160 AV-519 P1 Arsenic (As) 620 3.2 2.0 3.3
Cadmium (Cd) 620 1.6 <1.0 < 1.6
Lead (Pb) 620 3.2 <20 < 3.2
24038161 519 A1 Arsenic (As) 698 2.9 <2.0 <29
Cadmium (Cd) 698 1.4 <1.0 <1.4
Lead (Pb) 698 2.9 <20 <29
24038162 519 A2 Arsenic (As) 720 2.8 12.0 17.0
. Cadmium (Cd) 720 1.4 <1.0 <14
Lead (Pb) 720 2.8 2.2 3.1
24038163 ‘ 519 QA Arsenic (As) 0 N/A <20 N/A
Cadmium (Cd) 0 N/A <1.0 N/A
Lead (Pb) 0 N/A <20 N/A

Sampled by: Client

Analyzed by: Cheston Perry Date: 05/27/2004
Reviewed by: Nick Ly Date: 05/27/2004
ug/ m3 = Micrograms per cubicmeter RL = Reporting Limit
N/A = Not Applicable '<' = Below the reporting Limit
Note : Method QC results are acceptable unless stated otherwise
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